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Control nasal bleeding with BleedSolv™ 
haemostatic gauze: 
 
1. Loosely roll a piece of BleedSolv™ haemostatic gauze of sufficient size to loosely fill the nostril. 

2. Insert the rolled BleedSolv™ into the meaty part of the nostril. 

3. Pinch the nose gently to bring the damaged capillaries into contact with the BleedSolv™ haemostatic 
gauze. 

4. Maintain gentle pressure until the haemostatic gauze has activated (generally 30-60 seconds).  The patient 
can be instructed to complete these steps. NB:  BleedSolv™ has excellent adhesive properties and will 
adhere to the nasal tissue after it has been activated without the need to maintain pressure. 

 

5. Remove excess BleedSolv™ only after bleeding has been controlled. 

6. To remove inactivated (gauze-like) BleedSolv™: 

6.1. Flush the nostril gently with a syringe filled with saline or water, a 

6.2. Allowing to sit for 1-3 minutes to activate and loosen the excess BleedSolv™.   

6.3. After waiting, gently remove all inactivated (gauze-like) BleedSolv™.   

NB: activated (gel-like) BleedSolv™ will continue to breakdown into polysaccharides and water and does 
not need to be debrided. 

7. Efforts should be made to protect the clot that has formed.  Do not debride activated BleedSolv™ that 
likely will be supporting any formed clot(s). The patient should also be discouraged from blowing or 
picking their nose as this is likely to disturb clotting and restart bleeding. 

 
BleedSolv™ is suitable for capillary bleeds in the nasal meatus and should not be inserted deeply into the nasal 
passage beyond the meatus of the nose.  BleedSolv™ haemostatic gauze breaks down into polysaccharides and 
water and is safe to ingest.  Care should be taken to avoid sniffing while the product is in place to avoid 
inhaling inactivated BleedSolv™.    
 


